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In this article we report on the design, manufacture and testing of a high-pressure cell for do-
ing simultaneous dielectric and neutron spectroscopy. This cell is a unique tool for studying
dynamics on different timescales, from kilo- to picoseconds, covering universal features such
as the α relaxation and fast vibrations at the same time. The cell, constructed in cylindrical
geometry, is made in high-strength aluminum alloy and operates up to 500 MPa in a temper-
ature range between roughly 2 and 320 K. In order to measure the scattered neutron intensity
and the sample capacitance simultaneously, a cylindrical capacitor is positioned within the
bore of the high-pressure container. The capacitor consists of two concentric electrodes sep-
arated by insulating spacers. The performance of this setup has been successfully verified by
collecting simultaneous dielectric and neutron spectroscopy data on dipropylene glycol, using
both backscattering and time-of-flight instruments. We have carried out the experiments at
different combinations of temperature and pressure in both supercooled liquid and glassy
state.
I. INTRODUCTION
Supercooled liquids are metastable with respect to the
crystalline state and induced e.g. by rapid cooling be-
low their melting point Tm to avoid nucleation and crys-
tal growth. Alternatively, compression can be utilized
to create metastable liquids below Pm. If temperature
keeps decreasing (or pressure increases), the structural
relaxation is found to be more and more hindered and
eventually the rearrangement of the molecules becomes
so slow that the equilibrium volume and enthalpy can-
not be reached on experimental timescales. This marks
the onset of the liquid-to-glass transition.1,2 Pressure is
an important variable for disentangling temperature and
volumetric effects on the slowing down of the dynam-
ics when approaching the glass transition.3 In the prox-
imity of the glass transition temperature, Tg, the typ-
ical timescale for molecular rearrangements is minutes
or even hours. Along with this extremely slow dynam-
ics, glass-forming materials present other universal fea-
tures such as fast vibrational processes as well as fast
relaxations. It is now generally agreed that an appropri-
ate comprehension of the glass transition must encom-
pass fast and slow dynamics.4,5 In order to study the
broad range of dynamics covering molecular movements
from picosecond to kilosecond timescales it is necessary
to combine complementary techniques, such as dielectric
and neutron spectroscopy.
For a better understanding of how slow and fast dy-
namics are correlated with each other at varying ther-
modynamic conditions, we present here a novel experi-
a)Electronic mail: asanz@ruc.dk
mental setup to perform simultaneous dielectric and neu-
tron spectroscopy. The cell, developed in collaboration
between Roskilde University and Institut Laue-Langevin
(ILL), has been designed for a temperature range of ap-
proximately 2-320 K and for a maximum pressure of
500 MPa, which is 5000 times atmospheric pressure. This
setup is a unique tool for studying a variety of systems
with dynamics on a large range of timescales, such as
viscous liquids, polymers and proteins. By performing
simultaneous dielectric and neutron spectroscopy exper-
iments, we are able to monitor slow and fast dynamics
under exactly the same conditions, precluding unwanted
external effects associated with different environments,
as for example shape and material of the container, and
heat and pressure transfer. The simultaneous measure-
ments are especially important when the sample is not
stable; for instance due to physical or chemical processes
such as aging, crystallization, chemical degradation or
water uptake.
In dielectric spectroscopy (DS), the sample is placed
between two conducting electrodes, creating a capacitor.
This technique measures the complex capacitance C∗ as
a function of the applied frequency ν, typically from
mHz to MHz. From the capacitance, the complex di-
electric permittivity of the sample ε∗(ν) = ε′(ν) + iε′′(ν)
can be calculated, either through the capacitance of the
empty capacitor or from knowing the geometry of the
capacitor. When the material undergoes a relaxation
process in response to an alternating electric field, the
imaginary part of the dielectric permittivity, ε′′(ν), re-
ferred to as the dielectric loss, shows a maximum as a
function of frequency.6 The position of this peak νmax
provides information about the characteristic relaxation
time τ of the underlying dynamics through the relation
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−1. In incoherent neutron spectroscopy
(NS) for samples with a large content of hydrogen, such
as organic liquids, the incoherent dynamic structure fac-
tor, S(Q, ω) is measured as a function of energy trans-
fer, ~ω, and the momentum transfer, Q, and provides
information on the self-motion of atoms. Inelastic ex-
citations in incoherent neutron scattering for hydroge-
nous samples are often seen as a broadening of the elastic
peak commonly referred to as quasielastic neutron scat-
tering (QENS).7 The energy resolution of the neutron
spectrometer determines the timescale of the experiment.
Spatial information of the dynamics can be obtained
through the dependence of the dynamic structure factor
on the momentum transfer Q = (k′ − k), where k is the
wavevector of the incident neutron and k′ is the scattered
wavevector.8 The momentum transfer Q can be related
to the scattering angle via Q = (4pi/λ) sin(θ/2), where
λ is the neutron wavelength and θ the scattering angle.
Neutron backscattering spectroscopy (BS) normally cov-
ers molecular motions between 10−9 and 10−10 s, while
instruments based on time-of-flight methods (TOF) pro-
vide information at the sub-nanosecond regime.8,9 Fea-
tures such as vibrations, fast relaxations and the Boson
peak have typically been detected by TOF spectrometers.
An advantage of combining dielectric spectroscopy and
incoherent neutron scattering is that the optimal cell ge-
ometry is identical for both methods. The area should be
as large as possible and the thickness of the sample should
be small: For a capacitor with cylindrical geometry, the
dielectric signal scales with the height of the capacitor
and is inversely proportional to the distance between the
electrodes. For incoherent QENS, the sample thickness
must remain small in order to minimize multiple scat-
tering effects,7 while a large sample area enhances the
signal.
With this new setup, the sub-nanosecond dynamics
can be measured simultaneously with the slow α relax-
ation seen in dielectric spectra, a universal fingerprint
of the glass transition.10,11 Given that the α relaxation
stretches over several decades, it is still visible with DS
when it enters into the NS window, at least as a high
frequency tail.
In this paper we report on the design, manufacture
and testing of a high-pressure (HP) cell for carrying
out dielectric and neutron spectroscopy simultaneously.
This setup can be utilized in different neutron spectrom-
eters in order to combine DS and NS at different energy
transfers and energy resolutions, thus accessing different
timescales, in broad temperature and pressure ranges.
We present the simultaneous collection of DS and NS
data performed on the spectrometers IN16B and IN6
(ILL) for different combinations of temperature and pres-
sure, demonstrating the utility of the technique.
II. DESCRIPTION OF THE HIGH-PRESSURE CELL
FOR SIMULTANEOUS DIELECTRIC AND NEUTRON
SPECTROSCOPY MEASUREMENTS
An important requirement for constructing the cell
is to reduce as much as possible the neutron attenua-
tion. Materials with high tensile properties, low neu-
tron absorption and incoherent scattering cross section
are required.12 We carried out finite element calcula-
tions and measured the transmission and background
produced by different prototypes on the spectrometers
IN613, IN16B14,15 and IN1316 (ILL), in order to opti-
mize the dimension, shape and type of material. Based
on these results, the cell was built in cylindrical geom-
etry using the aluminum alloy EN AW 7049A-T6. At
300 K, Al-7049A-T6 shows a yield stress of 0.53 GPa12.
Given its high content of Al (∼ mass 90 %), Al-7049A-T6
shows a low incoherent neutron scattering cross section
and thus a low background in the data.
The development of high-pressure equipment in neu-
tron facilities has been the subject of an intense research
activity over the last decades (see, e.g.,12,17–20). The de-
sign of our device was inspired by the high-pressure cell
recently developed by Peters and co-workers, in collabo-
ration with the Service for Advanced Neutron Environ-
ment (SANE) at the ILL.21 Proposed design utilized a
piston or floating barrier to separate the sample volume
from the pressure-transmitting liquid. They also discuss
the special requirements that a sample holder must ful-
fill for an optimal performance. For example, the sample
stick, which was also designed at the ILL, is not only
responsible for holding the sample, but also for transmit-
ting pressure onto the sample through a capillary that
links the sample cell to a compressor outside the cryo-
stat. The capillary must be thermally isolated as it passes
the cold-point in the cryostat in order to avoid unwanted
freezing of the pressure-liquid.22
Our HP neutron cell is designed in a similar way, how-
ever, it integrates an additional component into the neu-
tron beam; a cylindrical capacitor for measuring the di-
electric properties of the sample. Within the bore of the
HP container there is a coaxial cylinder surrounding a
rod. Both the hollow cylinder and the rod, the outer and
inner electrodes of the capacitor respectively, are also
made of aluminum alloy Al-7049A-T6. This is challeng-
ing compared to ordinary HP cells for neutron scattering,
since the electrodes have to be connected to the electron-
ics through coaxial cables (RG178 with outer diameter
1.8 mm) which will be fed into the pressurized zone by a
sealed plug with feedthroughs.
A. Main components of the high-pressure cell
The high-pressure DS-NS cell is presented in an
exploded-view drawing (Fig. 1). A hollow cylindrical
monobloc with an inner diameter of 12 mm is the main-
body piece. The outer diameter is reduced as much as
possible in front of the beam section to minimize the neu-
tron attenuation and diffuse scattering (background). It
is 32 mm at the center, which is in the neutron beam, and
43 mm at the thickest parts. The top end is connected
to a capillary injecting the pressure-transmitting liquid.
In order to preclude unwanted mixing of the sample with
the pressure-transmitting liquid, we use a floating bar-
rier that consists of a disc made of brass surrounded at
its middle part by a rubber O-ring seal. A reservoir of
sample volume separates the floating barrier from the di-
3FIG. 1. Exploded technical drawing of the high-pressure cell for simultaneous dielectric and neutron spectroscopy measurements.
On the left-top corner, the figure displays a cross-sectional view of the assembled cell. Cadmium foil for shielding the wires,
plug, floating barrier and the thickest parts of the cell are also illustrated. Dimensions are shown in mm.
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FIG. 2. Schematic cross-sectional top view of the sample ge-
ometry for the high-pressure DS-NS cell. Dimensions are not
to scale for the sake of clarity.
electric capacitor. In the other end of the sample cell,
copper wires are fed into the pressurized zone through a
plug made from brass sealed with an epoxy encapsulant
and connected to the capacitor. Optimum tightness of
the plug is achieved by the action of two seals, one made
of copper and the other one made of rubber for high and
low pressure ranges, respectively. The plug is held by a
22 mm long locking nut made of a copper-beryllium alloy.
A cross-sectional view displayed in the left-top corner of
Fig. 1 shows the location of cadmium foil for shielding
the wires, sealed plug, floating barrier and the thickest
parts of the HP container.
Figure 2 shows a schematic representation of the
sample geometry illustrating the location of electrode-
electrode and cell-electrode sample volumes. We expect
identical behavior for the sample occupying these two
compartments given the same thickness and that the
high-pressure container and the electrodes are both made
of the same aluminum alloy. For neutrons this results in
a hollow cylinder sample geometry with a wall thickness
of 0.3 mm.
B. Strengthening of the high-pressure cell
It is worth noting that compression may induce elastic
and plastic deformation of the cell. The cell must op-
erate in the elastic regime for optimal performance. In
order to increase the maximum pressure at elastic regime,
the HP cell was autofretted by initial compression up to
530 MPa. The autofrettage process is performed by ap-
plying pressure above the elastic region. For a monobloc
cylinder, according to the Lame´ equations and the distor-
tion energy theory for plasticity criterion12, the bore of
the cylinder will start to deform plastically at a pressure
P :
P = σY
(
K2 − 1)√
3K2
(1)
where σY is the yield stress of the material and K =
ro/ri is the wall ratio (ro and ri are the outer and in-
ner radius of the cylinder respectively). By means of
this strengthening process, it is possible to increase the
maximum pressure at which the cell yields. In this proce-
dure, the monobloc vessel is firstly bored with a slightly
narrower inner diameter. Then it is pressurized above
the limit defined by Eq. 1 in such a way that the mate-
rial at the bore deforms plastically. Once the pressure
is released, the material that was just deformed elasti-
cally will radially compress the area close to the bore
that initially suffered plastic deformation. This raises
the pressure limit at which the cell starts to yield. For a
monobloc with K > 2.2, the pressure limit is given by:
Pl = 2P (2)
Eq. 2 also determines the pressure for the autofrettage
process. Finally, the bore is machined to achieve the
desired diameter and the cell will operate in an elastic
regime as long as the pressure limit Pl is not exceeded.
C. Dielectric capacitor and plug with electrical
feedtroughs
A detailed drawing of the cylindrical capacitor and
sealed plug is presented in Fig. 3. The design of the
capacitor constitutes a technical challenge since an op-
timum performance at elevated pressure requires a min-
imum deformation of the device, avoiding mainly elec-
trode collapse, given the fact that a physical contact be-
tween the electrodes would ruin the measurements. The
outer electrode is has an inner diameter of 11.4 mm (ex-
ternal diameter 11.7 mm) while the inner electrode has
a diameter of 11.1 mm, leading to an internal gap for
the sample of 0.15 mm. The inner electrode sits on the
bottom insulating spacer which through a cup-like shape
allows keeping the outer electrode at a fixed position en-
suring the right sample gap. The top and bottom spacers
are made of polyether ether ketone (PEEK). Holes in the
spacers allow the connection of the electrodes to copper
wires and these spacers also serve for insulating the ca-
pacitor from the HP container. The height of the capaci-
tor is 24 mm. Simple calculation by applying Gauss’ law
gives an empty capacitance of 50 pF, in close agreement
with the value we found experimentally, approximately
55 ± 1 pF. This value may change slightly depending
on the precise geometry of the capacitor and the exact
temperature, but can easily be determined with high pre-
cision before each experiment.
A key technical issue is how to feed the wires from
outside of the sample cell and into the pressurized zone,
connecting to the capacitor, while preventing any leak
at high pressure and keeping the capacitor electrically
isolated from the rest of the cell. For this kind of me-
chanical sealing and electrical shielding, we developed
a plug made of brass with a single cylindrical channel
that guides the wires from outside the sample cell and
into the pressurized zone. The remaining gap is filled
with a dense paste that is then cured to transform into
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FIG. 3. Exploded technical drawing of the dielectric capac-
itor and sealed plug of the combined neutron scattering and
dielectric spectroscopy cell. A cross-sectional description is
shown on the right side where the inner and outer electrodes,
insulating spacers and pins of the capacitor re described.
Cross-sectional view of the sealed plug is also shown.
a hard and electrically resistant material. We have used
the epoxy encapsulant STYCAST R© 2850 FT. A repre-
sentation of the sealed plug, including the feeding of the
wires and the way they are connected to the inner and
outer electrodes is shown in Fig. 3. Paluch and colleagues
proposed a similar solution for dielectric measurements
at ultrahigh pressures, but using dental filling as sealing
material.23
III. SIMULTANEOUS DIELECTRIC AND NEUTRON
SPECTROSCOPY MEASUREMENTS AT HIGH
PRESSURE
We show some examples of measurements carried out
on the BS spectrometer IN16B and on the TOF instru-
ment IN6 at the ILL13–15, operating at a neutron wave-
length λ of 6.27 and 5.18 A˚ respectively. The high-
pressure DS-NS cell was connected to a neutron sam-
ple stick specially optimized for this high pressure and
dielectric measurements. The stick was designed and de-
veloped by the Service for Advanced Neutron Environ-
ment (SANE) at the ILL.22 The sample stick plays three
main roles; first, it allows locating the sample in the path
of the neutron beam within the calorimeter of a cryostat;
second, it drives the pressure-transmitting medium from
the compressor to the sample through a capillary, avoid-
ing freezing of the pressure-liquid at the cold point of the
cryostat; and third, it brings two coaxial cables that are
connected through the plug to the capacitor. We uti-
lized as pressure controller the electrical pressure multi-
plicator Louise which transmits hydrostatic pressure to
the sample with non-hydrogenous liquid FluorinertTM.24
Two sensors measure the pressure, in such a way that the
controller may decide to increase or decrease the pressure
in order to reach and maintain the desired set-point.21
The pressure controller Louise has also been developed
at the ILL and can be operated with the instrument con-
trol software NOMAD.25
The dielectric electronics used for measuring the ca-
pacitance of the sample consists of a commercial LCR
meter (Agilent E4980A) covering the frequency range
102 − 106 Hz, while a multimeter in combination with
a frequency generator covers the low frequency window
10−3−102 Hz.26 This particular setup and the MATLAB-
based control were developed at Roskilde University and
uses an automatic switch to couple the setup at 100 Hz.
In order to synchronize neutron and dielectric measure-
ments, an interface of the dielectric software was inte-
grated in NOMAD at the ILL.
A. Experimental details
In the following lines we explain how the cell and ca-
pacitor are filled, as well as the order of assembly. First,
the separator or floating barrier is inserted into the high-
pressure cell at room temperature and the bore of the
HP vessel is then filled with enough sample liquid to en-
sure a complete fill of the cell after the introduction of
the capacitor. For measuring the dielectric signal, the ca-
pacitor is filled using capillary force; the gap separating
the electrodes of the capacitor is simply filled by placing
the assembled capacitor in the sample liquid and letting
it get sucked inside by capillary effects. The insulating
spacer of the capacitor possesses four gaps for making
the filling of the capacitor possible. If the liquid is too
viscous, this filling can be accelerated by moderate heat-
ing. This creates the electrode-electrode sample com-
partment. Once the capacitor is filled, it is inserted into
the HP cell. The filled gap between the inner wall of the
HP vessel and the outer electrode forms the cell-electrode
sample compartment. Then, as illustrated in Fig. 1, the
plug with feedthroughs incorporating rubber and copper
seals is connected to the capacitor. The cell is finally
locked with the nut and potentially trapped air is let out
as it is closed. It is important to note that neutrons
are in principle scattered from sample located in two en-
vironments. A schematic representation of the sample
geometry is shown in Fig. 3.
6B. Examples of simultaneous data collection in dielectric
and neutron spectroscopy techniques
We present simultaneous pressure and temperature
measurements on the molecular glass former dipropylene
glycol (DPG). This hydrogen-bonded liquid has a glass
transition temperature (Tg) of 195 K and a pressure co-
efficient of Tg of dTg/dP = 0.08 K MPa
−1.27,28 As an
example, in Fig. 4, we report a pressure scan obtained
on IN16B at the ILL, where we recorded simultaneous
dielectric spectra and neutron fixed window scans14 in a
pressure range between 0.1 and 400 MPa at 270 K. The
top panel of Fig. 4 displays a double logarithmic rep-
resentation of the imaginary part of the capacitance of
DPG as a function of frequency. On the low frequency
side, we observe a power law contribution due to free
charge conductivity which shifts towards lower frequen-
cies as pressure goes up. On the high frequency side, the
low frequency tail of the α relaxation also moves towards
lower frequencies with pressure and finally the α-peak en-
ters the experimental frequency window. In the bottom
panel of Fig. 4, we have selected two frequencies to il-
lustrate how we can monitor the change with pressure in
conductivity at 1 kHz and in the relaxation of the liquid
at 100 kHz (right axis). In the bottom panel of Fig. 4
we also show the intensity evolution of the elastic and
inelastic fixed window scans (EFWS and IFWS, respec-
tively) on increased pressure. EFWS (energy transfer,
∆E = 0) have been widely used in different fields, mainly
to estimate the mean square displacement through the Q
dependence of the elastic intensity. In contrast, if the in-
cident and scattered neutron wave-vectors are different,
ki 6= kf , but constant during the acquisition process, the
technique is referred to as IFWS (∆E 6= 0) and can be al-
ternated with EFWS during pressure changes.14 Here are
shown IFWS data for an energy offset of 2 µeV, together
with the EFWS (left axis). The reduced mobility with
pressure produces a progressive increase of the elastic in-
tensity. The inelastic intensity decreases accordingly as
the quasielastic signal narrows with the slowing down of
the α relaxation in the measured T, P -range for DPG
and thus its spectral weight decreases at 2 µeV energy
transfer.
Up and down pressure cycles were successfully car-
ried out exhibiting reproducible values of the scattered
neutron intensity and sample capacitance, corroborating
that the floating barrier generally applies pressure to the
sample and is able to retract again to the initial position
when pressure is released. As an example, we compare
the pressure dependence of dielectric and neutron data
between two scans performed 15 h apart, illustrated with
× in Fig. 4. One observes that the results are quite sim-
ilar in both pressure scans.
C. Practical advantages
The α relaxation is one of the dynamic features that
can be probed with dielectric spectroscopy. Due to
its extreme sensitivity to pressure and/or temperature
changes, the dielectrics acts like an internal probe to de-
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FIG. 4. Simultaneous dielectric spectroscopy measurements
(top), and elastic and inelastic fixed window scans with neu-
trons (bottom), on DPG as a function of pressure at 270 K.
Neutron intensities were acquired on the backscattering in-
strument IN16B (ILL) and were summed overQ. The bottom
panel also shows the pressure dependence of the sample ca-
pacitance (imaginary part) at two selected frequencies, 1 and
100 kHz (vertical dotted lines in top panel). Empty symbols
(top) and crosses (bottom) correspond to a second pressure
scan carried out 15 h later.
fine exactly the thermodynamic state of the system. We
take advantage of this powerful property to gain infor-
mation on, for example, whether or not the sample is
equilibrated when it approaches the glassy state either
by cooling or compression. Figure 5 (top) shows the di-
electric α relaxation of DPG when entering the glassy
state at fixed P = 200 MPa upon cooling down to 210 K.
The dielectric spectra from 10−1 Hz are roughly 10 min-
utes apart. By reaching the 210 K and 200 MPa state
point on cooling at constant pressure (top panel), one ob-
serves that the system is mostly thermally equilibrated
7with a continuous shift of the α relaxation towards lower
frequencies. Finally, after approximately 4 hours, depen-
dent on the cooling rate of the cryostat and the heat
conductivity of the sample environment, the peak of the
α relaxation is located at the characteristic frequency of
the glass transition. The maximum (dashed line) is es-
timated by time-temperature superposition (TTS). If we
instead try to reach the glass transition on compression
at constant T = 210 K (bottom panel), there is an im-
mediate response to the pressure change but then the α
relaxation is practically stuck at a frequency of the max-
imum loss around 0.05 Hz, indicating that the sample
or the pressure liquid becomes too viscous for efficiently
transmitting the pressure from the floating barrier. On
compression (bottom panel), the three last measurements
in blue from 10−2 Hz take 1 h each and show practically
no movement of the maximum loss peak. This aspect is
critical for viscous liquids, in which the structural relax-
ation is extremely dependent on temperature and pres-
sure, that is, the α relaxation time often changes with
an order of magnitude as a response to small changes in
temperature and/or pressure.29,30
The fact that pressure is sometimes not transmitted
properly onto the sample volume when entering the glass
on compression is illustrated by the simultaneous DS and
NS measurements. Neutron TOF measurements from
IN6 are presented in Fig. 6, and where carried out si-
multaneously with the dielectric spectra in Fig. 5. In
Fig. 6 we compare the dynamic structure factor summed
over Q, S(ω), of DPG at 210 K and 200 MPa coming
into the glass on compression or on cooling. The spec-
tra have been grouped for constant values of Q in the
range 1.2-2 A˚−1. The spectrum on compression after a
waiting time of more than 5 hours does not match the
curve shown by the equilibrated glass formed on cooling,
which is in agreement with the simultaneous dielectric
data shown in Fig. 5. Unlike the long acquisition periods
required to obtain well-resolved TOF spectra (up to a
couple of hours, depending on the neutron flux), full di-
electric curves from 100 mHz to 1 MHz can be measured
in 10 minutes approximately. DS offers quick and precise
information about whether or not the sample is in ther-
modynamic equilibrium and represents a significant ad-
vantage compared to standard neutron techniques. These
results indicate that without the knowledge from simul-
taneous DS one might erroneously interpret the changes
in S(ω) being due to a path dependence in the (P, T )
phase diagram.
The dielectric signal from the combined cell also pro-
vides fast information if a sample is prone to crystalliza-
tion, and also if mixing of pressure liquid and sample
occurs. The HP combined cell provides information im-
mediately if there is a leak or pressure-transmitting liquid
enters the sample environment. In some rare cases the
plug started to leak, in particular when the plug was sub-
jected to several cycles up to 400 MPa. Leakage in the
plug is presumably induced by formation of cracks on the
sealing epoxy resin used for feedthroughs. In any case,
the failure of the plug is certainly unpredictable since
several factors could contribute to the loss of tightness.
Another practical benefit of coupling neutron with di-
electric spectroscopy, in one of the measurements on
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FIG. 5. Double logarithmic plots of the imaginary part of
the capacitance as a function of frequency for DPG when ap-
proaching the glass transition either on cooling at constant
pressure (top), or compressing at constant temperature (bot-
tom). Both graphs illustrate the sample relaxation towards
equilibrium. Dashed line in the top panel at 210 K and
200 MPa show the maximum of the loss peak located at a
frequency corresponding to Tg and is obtained through time-
temperature superposition (TTS). In the bottom panel, the
dashed line corresponds to the expected dielectric spectrum
for the equilibrated liquid at the glass transition state point,
however, this state point is never reached.
DPG at 400 MPa, we detected a strange and very strong
conductivity signal entering the dielectric spectrum at
low frequencies. We concluded that FluorinertTM, the
pressure-transmitting liquid, was entering in the sample
compartment due to loss of floating barrier tightness, an
example of a scenario which is difficult to detect with
neutrons alone.
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FIG. 6. Spectra summed over all Q from IN6 of DPG at the
equilibrated state point 210 K 200 MPa reached on cooling
(state point corresponding to the last dielectric frame included
in the top panel of Fig. 5), and the compression from 210 K
0.1 MPa to 200 MPa at different equilibration times (corre-
sponding to dielectric data included in the bottom panel of
Fig. 5). The vertical axis is shown up to a 0.4 % of the
maximum intensity of the central elastic peak.
IV. CONCLUSIONS
We have designed, constructed and tested an experi-
mental setup to perform simultaneous neutron and di-
electric spectroscopy experiments at high pressure. The
performance of the cell has been successfully proved in a
broad temperature range and up to a maximum pressure
of 500 MPa. It opens new possibilities to address stud-
ies on dynamic processes in an extremely broad range of
timescales. Moreover, measuring the dielectric signal of
the sample is an excellent internal probe to get insight
into the state of thermodynamic equilibrium after tem-
perature and pressure changes.
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